[Measurement of the oncotic pressure of blood (methodology and analysis of errors)].
The authors give their practical recommendations on improving the accuracy of the blood plasma colloid osmometry by standardizing the methods for the collection, treatment, and storage of the samples and the oncometry procedure per se. The recommendations are based on literature data and the authors' experience.